Using a calcium-containing heparin preparation for anticoagulation, we determined [Ca2], the mean concentration of ionized calcium, in whole blood of 120 healthy blood-donors to be 1.23 (SD 0.04) mmol/L. Similarly, for 50 intenSive-care patients selected without conscious bias, the correlation between [Ca2] in serum (mean 1.15, SD 0.10 mmol/L) and in whole-blood samples anticoagulated with the same heparin preparation (mean 1.15, SD 0.09 mmol/L) was very good (r = 0.95). Storing samples anaerobically on iceforas long as 2 h did not alter whole-blood [Ca2]. On the other hand, various concentrations of calcium-free heparin preparations all induced a significant decrease in measured [Ca2]. By using whole-blood samples, rather than plasma or serum, for [Ca2] determination with a calcium-selective electrode, repetitive measurements can be made with simple handling procedures, facilitating rapid implementation of appropriate therapeutic measures for critically ill patients.
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Materials and Methods

Procedure
Venous blood was sampled from 120 apparently healthy nonfasting volunteer blood-donors: 83 men and 37 women. The samples were collected at different times ofthe day (5), after phlebotomy of about 400 mL of blood, with slight or no tourniquet pressure. We used 2-mL disposable plastic syringes, the dead space of which was filled with a calciumcontaining heparin preparation (5- 
in the sample about 20 int. units/mL). One sample was analyzed for Ca2 without delay, the second was stored on ice for 2 h before assay, and the third was left at room temperature for 2 h before assay. Figure 1 shows the individual data. 
Results
Reference
Effect of use of different
Discussion
The wide range of normal reference intervals for [Ca2'i reported in the literature has a number of causes and makes it necessary to define precisely the population being studied, the nature and handling of the samples, the electrode system used, and, for whole-blood and plasma samples, the type of anticoagulant used (1). We thank Nova Biomedical for the loan of the electrode used in this study.
The design of this study was approved by the Ethical Committee of our hospital.
